New inductive applicators for electromagnetic hyperthermia.
This paper describes the construction and evaluation of two new inductive applicators for electromagnetic hyperthermia. The cross-section of the applicators can be designed to suit the area to be heated. A tuning device which can match different applicators to a source is also described.